CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

o\
[ hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number

(le—00 (T i‘?_ maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A A.C. R3-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: _Zfo /o5 Call_ 0.08/ AC Cal2 0.08D AC

Date: %420 /o5~ Call_ p. 075 AC Cal2 o 07&8 AC

Date: VA Cal 1 AC Cal2 AC

Between the dates of =2 H#los and ¥20/05

the instrument was operating properly and accurately.

The instrument was taken out of service for repairon A/ 4
The instrument was returned to service on VA

Dot Bee

Irene Doran

| Y20/05

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this A0 . day of
Arpe. ,2005.

CEFICIAL SEAL ]

TERN KATHY A. KINNEY
%=\ NOTARY PUBLIC-ARIZONA

2B piA COUNTY
My Comm. Exp. Sept. 4, 2008}

Khm{_‘l A K‘:mmq_ﬁ

Notary Public

*Includes documents specified in AA.C. R9-14-404.A4.6

Pursuant tosection 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in compurer storage devices of the Tucson Police Deparmment.
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EXHIBET ©

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
ARG, BS5-14-404 1)

ARRTIZONA DE TMENT OF HEALTH -5

E

[ &)

ABVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL S000+

AGENCY Tucson Police QA SPECIALIST L?:}f-ﬂr Ebran Y6 3.5‘:;}

(Print MNams)

NTOXILYZER SERIARL % (b—n/F59 LOCATION /) 7‘7’-&'}
TE /?119 | 20 1 23 e

4 A 2005  TIME /233
L/' ~=
Display reads “BEADY TQO START™ or “PUSH BUTTON TO START
TEST..™
DIAGNOSTIC TESTS
1 o DVM Test check. Betting should be berwsen 200 aad
+8600. Mode selsction switeh 82 on, 51 and 53 off or
keyboard menu selection “H". Reading is 250
o e Display Test check. Mode selection switch 51 on and 537
and. 53 off or kevboard menu selection “V".
- Printer Test check. Mode selection switch S1, 52, 53
off or keyboard menu salection "B,
M/ Clock time check. Made selection switeh 510 an or
kzybgard menu selection “E”
w/ Date cneck. Mode selection switch 511 oo or keyboard
menu selectiaon “EY.

OPERATJONAL 'TESTS
W Alecohol free subijesct Test result 0. [ AC
- Error recognition Iogic system fun:tiohing
Invalid test printed
fo Froper sample recognition system
Invalid sample printed ¢

Deficient sample printed -3
N/A Completeness of sample purge with collection tube**
i Cali braulon stendard 0. pgd AC
Results: O? A~ . D FEAC
Imnstcrument aperating perE:lf and accuracely. YES h’;Nﬂ
COMMENTS::
./ i
SIGNATURE M M
[ i

0. N/2 ‘alcohol concentration standard collectad for subsequent
analysis_ =%

*WITE OR WLITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT REYBOARD

**THIS5 STEP IS5 ONLY EEQUIRED IF TEIS DEVICE IS BEING USED FOR #
SAMPLE CADTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuani to seciion 28-1327, Arizona Revised Statures, this document i$ a certified duplicare of the information contained in computer
storage devices of the Tucson Police Department,
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Pursuant to section 28-1327, Adzona Revised §
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Pursuant to section 28-1327, Arizona Revised Statures, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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AT
THIS REPORT PREPARED PURSIANT TGO BUTY TMPOSED 2Y
A.R.C. R3-14-404(A)

ARIZONA DEPARTMENT OF HEALTH SEBVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL S000+*

STANDARD CALIBRATION CHECX PROCEDURE 4%%

Agency Tucson Police Department Date 5//;}@/0‘5' T ime 1;::153
Intoxilyzer Serial & {zigfﬁﬂ'—}-ﬁ‘? Location DL{E f‘/’ﬁ)
OB Speecialist JAEERC. Df"jlr"f.?ff“l ‘?‘Cﬁ_%%f

{Print wName)

I |/ ) 1.+ Ponr a standard alcohol solutien of known wvalus intao a
clean dry simulator jar and assemble the simulater.
Insure that a tight seal has beesn mads,
Standard value: 0.0C7 AC

H/ ] 2. Turn on thes simulator and allow the Temperaturse to

regeh 34°CH.28¢,

[v/ } 3. Set Intoxilyzer mode selection in ths ACA mode by
switching mode selsction swibtch #9 on or selecting “C¥
on keyboard menu.

| V’j 4. Abtach simwulator to rthe simulator entrance porft on
Intoxilyzer. 3

{v/wﬁ 5. Intoxilyzsr 5000 display reads “READY TO STRRT” or
“EUSH BUOTTONT.

T
o
]

(& L B. Push Stazt Test bDutfon ¢r press enter on keyboard.
(v 1 7. 1Insert card in response teo display.

(o 1) B. RAir blank complested.

(g7 9 Calibration check completed.

Test results 0. 0F€ ¢ O - DF#£— AC

(v ¥} 10. Air blank completed. |

(v ¥ 11. When display reads Test Complete remove evidence cacd.
Attach the gard to the completed checklist.

[ Vfb 12 . Return mode selectlon switech #9 to off positien after
all calibration checks ars complete or type §Q and enterc

whoard. K£LﬁﬂLﬂﬁ‘

*WITH OR WITHOUT VAPOR BECIRCULATION AND WITH CHR WITEQUT EEYBOARD

SIGNATURE

DHS/DSLS/Form CLle [Rewv. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this decument is a certified duplicete of the information contained in computer
storage devices of the Tucson Police Department.




by ¢

e

2NN M BEGE |._ _

.._N‘“!" ‘ CIHY D HALNIES ENEBNNHLIERE  HIEATTOLN] _
| |
_.
| : - z
_ h SR TH HOS GNY MO PN T LI .rr/:/

LT 7 =0 EOTE
{ % &u.&
_ o0 IR e e e
_ ﬁﬂf&ﬁ“ﬂkﬁﬂw N _
NS 03T -
| |
_ , [
_
| |
i
"O03NIELE0 LSIHDIH SHM OILHING _
ANTIVA - IN4dUEE LNIIOI430 %
| mjmmﬁ BEE " AHYTE A I
! mﬂhwﬁ SET" L1331 LI3ranss
| AhiET aas AHETE WY
JHIL ANNBA JHg Lg3dd
chial S6/02/h0
mwhﬂmmlﬁm = a@Eas 3gou 29
_ AIZALTTHHE TOHODIE - WIZATIROLHI
1430 3317104 HOSINL

T I A SR (5

G B LN ENTNOHESAE SHIZATKOLN
e

=

TP IS

s
L5 ¥

Sl D ONY HOIPRINT Ty

= .

RITIEN 3D

72 2

[T AN T |

gZnd A

CIAAMTETIE LSk FAIL \\\\

7

QO0T&3d MOTLEATH43O M3IW HID3g
an:z7

: aem ANETE HIW,
6 21 HOM® 37dUHS 0T THANT
REIRT. - ane SHETE AT
IHIL INTIBA OHuEg 1531
ahizl ce/az/ho

664188-99 NS aaas 3aol 29
HIZAHNE 0HOOY - dAZATINOLNT
"1d30 331704 NOosanl

Pursuant to section 28-1327, Arizona Revised Statutes, this decument is a certified duplicate of the information contained in computer

siorage devices of the Tucson Police Deparmment.




